May 20th, 12:30 PM

Radiostereometric Analysis of Tantalum vs. Titanium Acetabular Shells in Young THR Patients

Christina Kane  
*University of Massachusetts Medical School*

Anthony Porter  
*University of Massachusetts Medical School*

Benjamin Snyder  
*University of Massachusetts Medical School*

*See next page for additional authors*

---

Kane, Christina; Porter, Anthony; Snyder, Benjamin; Walcott, Marie; Aubin, Michelle E.; Drew, Jacob M.; Greene, Meridith; Malchau, Henrik; Bragdon, Charles R.; and Ayers, David, "Radiostereometric Analysis of Tantalum vs. Titanium Acetabular Shells in Young THR Patients" (2014). *UMass Center for Clinical and Translational Science Research Retreat*. 55.  
https://escholarship.umassmed.edu/cts_retreat/2014/posters/55

---

Follow this and additional works at: [https://escholarship.umassmed.edu/cts_retreat](https://escholarship.umassmed.edu/cts_retreat)  
Part of the [Orthopedics Commons](https://escholarship.umassmed.edu/orthopedics), [Surgical Procedures, Operative Commons](https://escholarship.umassmed.edu/surgical_procedures_operative), and the [Translational Medical Research Commons](https://escholarship.umassmed.edu/translational_medical_research)
Presenter Information
Christina Kane, Anthony Porter, Benjamin Snyder, Marie Walcott, Michelle E. Aubin, Jacob M. Drew, Meridith Greene, Henrik Malchau, Charles R. Bragdon, and David Ayers

Comments
Abstract of poster presented at the 2014 UMass Center for Clinical and Translational Science Research Retreat, held on May 20, 2014 at the University of Massachusetts Medical School, Worcester, Mass.

Creative Commons License
This work is licensed under a Creative Commons Attribution-Noncommercial-Share Alike 3.0 License.

This is available at eScholarship@UMMS: https://escholarship.umassmed.edu/cts_retreat/2014/posters/55
Title: Radiostereometric Analysis of Tantalum vs. Titanium Acetabular Shells in Young THR Patients

Authors: Christina Kane1 MD, Anthony Porter1 MD, Benjamin Snyder1 MD MPH, Marie Walcott1 MD, Michelle Aubin1 MD, Jacob Drew1 MD, Meridith Greene2 BA, Henrik Malchau2 MD, Charles Bragdon2 PhD, David Ayers1 MD
1University of Massachusetts School of Medicine and UMass Memorial Medical Center, Worcester, MA
2Harris Orthopaedic Laboratory, Massachusetts General Hospital, Boston, MA
Corresponding Author: David C. Ayers, MD
The Arthur Pappas Professor and Chair, Orthopedics and Physical Rehabilitation, UMass Memorial Medical Center
Professor of Orthopedics and Physical Rehabilitation, University of Massachusetts Medical School
Email: david.ayers@umassmemorial.org

Introduction:
In the active total hip replacement (THR) population, maintaining acetabular component stability and limiting polyethylene wear are crucial components to preventing premature implant failure. Titanium with Co/Cr/Mo fiber metal coating is among the most common materials used in cementless THR. Trabecular metal, composed of porous tantalum, has a metallic strut design resembling trabecular bone, designed to improve tissue infiltration and limit migration. This study assesses the stability and clinical outcomes of tantalum versus titanium acetabular shells using radiostereometric analysis (RSA) technology.

Methods:
In this IRB approved, prospective, randomized, blinded study, 46 patients received a primary THR by a single surgeon (DCA). Each patient was randomized to receive a titanium (23) (Trilogy, Zimmer) or tantalum (23) (Modular tantalum shell, Zimmer) uncemented hemispheric cup and either a highly-crosslinked or conventional polyethylene liner. Tantalum RSA markers were implanted around the liner periphery, femur, and periacetabular bone in each patient. RSA examinations, Harris Hip, UCLA, WOMAC, SF-36 scores were obtained at 10 days, 6 months, and annually with the furthest patients evaluated through 5 years.

Results:
Median translation was greater at all time points for the tantalum mesh cups except for the 3-year follow-up, however due to large standard errors, there was no significant difference between the two designs (p>0.05). These large standard errors were predominantly caused by two outliers, neither of which had clinical evidence of loosening at 5 years follow-up. Mean UCLA, WOMAC, Harris Hip, and SF-36 PCS and MCS scores improved similarly in both groups.

Conclusions:
In this young THR population, both titanium and tantalum acetabular shells demonstrated excellent stability at five years follow up. Tantalum shells demonstrated slightly greater micromotion, but there was no statistically significant difference in shell migration. Outstanding clinical outcomes with statistically significant improvements in function and pain relief were observed in both groups.